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Declaration of Conformity

We B. Braun Melsungen AG, Carl-Braun-StraBe 1, 34212 Melsungen, Germany declare that
the B. Braun Space System consisting of:

e Perfusor® Space (from Software F)

* Infusomat® Space + Infusomat® Space P (from Software F)

* SpaceStation, SpaceStation with SpaceCom,

» SpaceCover, SpaceCover Comfort, PoleClamp, Connection Lead

is in conformity with the requirements of the:

EN 13718-1

Air, water and difficult terrain ambulances
Part 1: Medical device interface requirements
for the continuity of patient care

B. Braun Melsungen AG
Melsungen, 2008-05-13
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